Subcapital fracture of the femoral neck following internal fixation with a dynamic hip screw.
A case of subcapital femoral neck fracture following osteosynthesis of a trochanteric fracture is described. The implant used was the dynamic hip screw. This kind of fracture is very rare, and has to our knowledge never been described with the use of the dynamic hip screw.